CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

il

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number
@@——pﬁf@f}* __maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date:  //2t/p5 Call_Q.o0f/ AC Cal2 2. ofFv AC

Date: R /A3fo5 Call 0.08§1 AC Cal2 0.0%¢9 AC

Date: a7 A Cal 1 AC C(Calz2 AC

Between the dates of f/al /0S5 and A /23/n5

the instrument was working properly and accurately.

The instrument was taken out of service for repairon /¥ A
The instrument was returned to service on VA

Gne Dovn

Irene Doran

KR ¥/

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this Y4 , day of
c_}.-g}l Ll 'I:"'rvl.‘\---:'!\.:f:|i 1 2{}_0__5‘

E PIMA COUNTY

OFFICIAL SEAL
ATHY A. KINNEY 7/\/0.17‘1. | O P eni e

OTARY PUBLIC-ARIZONA e

My Comm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C, R9-14-404. A6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information eontained in computer storage devices of the Tucson Police Deparmment.




EAHTE
THIS REPORT PREPARED BURSUANT TO DUTY IWMPOSED BY
&LR.GCL RS=T4=-404 {A)
ARTZONA DEPABRTMESNT OF HEALTH SERVICES

CIRGNO3ITIC TESTS

4 oDvM Test check. g

atting should be betwsaen .200 and :

,B00. Mode sslection swibch 52 an, S1 and S3 aoFff or
keyboard menu selection "H". Rsading ls ___A_gﬁﬂ

Wd Digpliay Test check. Mode sslection sWitech §1 ‘on and 52
and §3 oif or keyhoard menu selsction "W, .

/ printer Test check. Made selegtion switeh 51, 52, 53
off or keyboard menn selecticn MP™ .

Mﬁ Clogc Cims e galectiogn switcH 510 on ar

ection switch S11 on <r kevboard

22 subjsct Test resulr a. 000 aAC
griition logic system functioning

Invalid test printed
Proper sampls recognition system

Tnvalid sample printed

Deficient sample printed

M/ R f Completeness of sampls purge with collection tube**

Calibpration standard 0. Iy AC
Qesults: 0.p&lAC<- ©. S?‘#ﬁh‘
Instrument operating properly and accurately. ¥YES _/

COMMENTS::

SIGNATURE &L&r\.&, ,@-@551...,__

0. N/& alcoﬁol coﬁcnntrathn standard collected for subsequent
analysis.*~*

*WITE OR WITHOUT VAFPOR BECIRCULATION AND WITE OR WITHOUT EEYBOARD
**THIS STE? IS ONLY EHEQUIRED IF THIS DEVICE IS5 BEING USED EFOR
SRMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev, 7-93)

Pursizant to saction 28-1327, Arizona Revised Srarmes, this document i$ o certified duplicate of the information contained in somguler
staraze devices of the Tucsan: Polics Bepartment.
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Fursuant to section 28-1327, Arizona Revised Stanue=s, this document is a cortified duplicare of the information conrained in computer

storage devices of the Tucsan Police Depanment
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Pursuant to section 28-1327, Arizona Revised Stanmes, this document is & certified duplicate of the informz

storage devices of the Tucson Police Department.

tign contained {n computer
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ADEITOMAL INFORMATION AND /R REMARKG

H“'\-.‘____“-_

INTOXILYZER® INSTRUMENT PRINTER CAST m
-

T 1986 by CMIINC.

Pursuant to section 28-1327, Arizora Revised Statutes, this document {5 2 carmified duplicate of the information contained ia comouter
storage devices of the Tueson Police Deperment ’
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Titer
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ELHIBIT P

PUBSUARNT TO ODUTY
RO9-14-404(R)

IMPOSED BY

ARIZONL DEPARTMENT OF HEALTH SERVICES
STANDAED QUALITY ASSURANCE PROCEDURES
INTOXILYZEE MODEL S000*

STANDARD CALIBRATION CHECK paocanuaaAﬁ*

son Police Department

Intoxilyzer Serial ¢ J&ﬁ;ﬁgﬁagf-

Qh Spseclalist

B 1

7 U

e

:v/ga G
( / 7.
(v 8.
¢va% 9.
ok
e
( v O - R

SIGHNATURE

*TWITH OR WITHOUT

DHS/DSLS5/Form Cl1l6

2/423/n5 Time ﬁ?‘r"ﬁ;
Location _ﬁ)ﬁgfﬁ*{?
Lvene Poran #0633

(Brint Name)

-

Four a standard alcohel sclution of known wvalwe into a
clean dry simulater jar and &ssemble the simulator.
Insure that a tight seal has been made.

Standard value: 0.pFd
Tuorn on the simulator
reach 349C+.2°%C.
Set Imtoxilyzer

AC
and allow Ethe temperature to

modse sslection

in the ACA mode by
switching mode selection switch #9 on or selecting “g*
on kevboard menn.
Attach simulator to ths simulator entrance port an the
Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" or
"EUSH BUTTON™.
Push Start Test button or press enter dn keyboarcd.

insert card in response to display.
Air blank completed.

Calibratien check camplated.

Test results 0. 0f) «+ 0-079

Air blank completed:

When display reads Test Complete remove evidence card.
Attach ths card to the completsed chescklist.

Eeturn mode selection switch 79 Lo off position after
all calibration checks are complete or type  and enter

en keyboard.
@—4’[:‘1—-—;..\___

VAPOR RECTIRCUOLATION

AC

AMD WITE OR WITHOUT EEYBOARD

{Rev. 7-83)

Pursuant to section 28-1327, Arizona Revised Stattes, this document is a certifisd duplicare of the information contzined in computer
storage devices of the Tucson Police Departrment.
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ument is a certifisd duplicate of the information contained in computer

7. Anzona Revised Stannes, this doc
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Pursuant {o section 25-1

storage devices of the Tugson Police Department,




